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1»
Before You Begin

Tools You Need:

Install Cable Protector Using Bolts

Cable Protector

2»

3»

- OR - 

Check P/N of Cable Protector

30315554 for Size 2 
(110kg-2.2t, 250lb-5,000lb)

30315555 for Size 3 
(4.4t, 10,000 lb)

Bolt mounting slots

Welding position, 3 places x 2

1. Loosen bolts or nuts

- OR - - OR - 

2. Insert cable protector

3. Tighten bolts or nuts

Cable protector touches  
edge of base plate
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Contact authorized METTLER TOLEDO service technician 
or proper removal and reinstallation of load cells.

Install Cable Protector Using Welds

4»

TANK

1. Prepare for welding
Remove power from the scale

POWER

Jack up the scale structure

2. Weld the cable protector in place

Remove load cell and ensure SafeLock™ 
kit is installed in weigh module

Spot weld
Total 6 positions

• No load cell installed in weigh module while welding
• Ground wire of welder must be as close to the weld 

seam as possible to ensure proper grounding

Spot-weld, 3 places, both sides
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